Medical Physics for Radiation Therapy: relevant books, protocols, reports and papers

Compiled by C. Orton corton@comcast.net
BOOKS, CHAPTERS, REVIEWS AND PROTOCOLS

Radiation Oncology Physics Handbook. Ervin Podgorsak, Editor.  http://www-naweb.iaea.org/nahu/dmrp/syllabus.shtm
Linear Accelerator Shielding: Thirty Years Beyond NCRP 49. Peter Biggs. Chapter from Medical Health Physics (Medical Physics Publishing).http://www.medicalphysics.org/apps/medicalphysicsedit/CHAP__13.PDF
IMRT Delivery System QA. From JR Palta and T Rockwell Mackie (Eds.), Intensity-modulated radiation therapy: the state of the art (Medical Physics Publishing). http://www.medicalphysics.org/apps/medicalphysicsedit/LoSasso.pdf
Examples of Clinical Applications of Bioeffect Planning. From D Wigg, Applied radiobiology and bioeffect planning (Medical Physics Publishing). http://www.medicalphysics.org/apps/medicalphysicsedit/WiggC10.pdf
Treatment Planning Consideration Using IMRT. From MA Hunt and CM Burman, A practical guide to intensity-modulated radiation therapy (Medical Physics Publishing). http://www.medicalphysics.org/apps/medicalphysicsedit/LingCh6.pdf
IMRT for Head and Neck. From LM Chong and MA Hunt, A practical guide to intensity-modulated radiation therapy (Medical Physics Publishing). http://www.medicalphysics.org/apps/medicalphysicsedit/Ch_10_Ling.pdf
Measurement and Analysis. From IJ Yeo and JO Kim, A procedural guide to film dosimetry 
(Medical Physics Publishing). http://www.medicalphysics.org/apps/medicalphysicsedit/YeoCh4.pdf
Post Implant Evaluation. From WSJ Bice, Brachytherapy physics (2nd ed.) 
(Medical Physics Publishing). http://www.medicalphysics.org/apps/medicalphysicsedit/Ch31%20Bice.pdf
Introduction and Overview: Intravascular Brachytherapy--Fluoroscopically Guided Interventions. From S Balter, RC Chan and TBJ Shope, Intravascular brachytherapy and fluoroscopically guided interventions (Medical Physics Publishing). http://www.medicalphysics.org/apps/medicalphysicsedit/2002Intro.pdf
Computerized Radiation Treatment Planning Systems. From JV Dyk, RB Barnett and JJ Battista, Modern technology of radiation oncology (Medical Physics Publishing). http://www.medicalphysics.org/apps/medicalphysicsedit/VANDYKCH08.pdf
Advances in Modern Radiation Therapy. From JV Dyk, modern technology of radiation oncology (vol. 2) (Medical Physics Publishing). http://www.medicalphysics.org/apps/medicalphysicsedit/VanDyk2Ch1.pdf
Monte Carlo Non-Adaptive 4-D Treatment Planning in Conformal Radiation Therapy: Why, How, and What To Look For. From Mihaela Rosu et.al, Integrating New Technologies into the Clinic: Monte Carlo and Image-Guided Radiation Therapy (Medical Physics Publishing). http://www.medicalphysics.org/apps/medicalphysicsedit/Rosu2.pdf
Williamson JF, Dunscombe PB, Sharpe MB, Thomadsen BR, Purdy JA, Deye JA. Quality assurance needs for modern image-based radiotherapy: recommendations from 2007 interorganizational symposium on "quality assurance of radiation therapy:

challenges of advanced technology". Int J Radiat Oncol Biol Phys. 2008;71(1 Suppl):S2-12. PubMed PMID: 18406928.

Shortt K, Davidsson L, Hendry J, Dondi M, Andreo P. International perspectives on quality assurance and new techniques in radiation medicine: outcomes of an IAEA conference. Int J Radiat Oncol Biol Phys. 2008;71(1 Suppl):S80-4.

Nag S, Dobelbower R, Glasgow G, Gustafson G, Syed N, Thomadsen B, Williamson JF; American Brachytherapy Society (ABS); American College of Medical Physics (ACMP); American College of Radiation Oncology (ACRO). Inter-society standards for the performance of brachytherapy: a joint report from ABS, ACMP and ACRO. Crit Rev Oncol Hematol. 2003 Oct;48(1):1-17. Review. PubMed PMID: 14585480.

AAPM TASK GROUP REPORTS IN RADIOTHERAPY PHYSICS

	Reports No. 7: Protocol for Neutron Beam Dosimetry http://www.aapm.org/pubs/reports/rpt_07.pdf  

Reports No. 13: Physical Aspects of Quality Assurance in Radiation Therapy http://www.aapm.org/pubs/reports/rpt_13.pdf 
Reports No. 16: Protocol for Heavy Charged-Particle Therapy Beam Dosimetry http://www.aapm.org/pubs/reports/rpt_16.pdf 
Reports No. 17: The Physical Aspects of Total and a Half Body Photon Irradiation http://www.aapm.org/pubs/reports/rpt_17.pdf 

Reports No. 19: Neutron Measurements Around High Energy X-Ray Radiotherapy Machines http://www.aapm.org/pubs/reports/rpt_19.pdf 
Reports No. 21: Specification of Brachytherapy Source Strength http://www.aapm.org/pubs/reports/rpt_21.pdf 

Reports No. 23: Total Skin Electron Therapy: Technique and Dosimetry http://www.aapm.org/pubs/reports/rpt_23.pdf 
Reports No. 24: Radiotherapy Portal Imaging Quality http://www.aapm.org/pubs/reports/rpt_24.pdf 
Reports No. 26: Performance Evaluation of Hyperthermia Equipment http://www.aapm.org/pubs/reports/rpt_26.pdf 
Reports No. 27: Hyperthermia Treatment Planning http://www.aapm.org/pubs/reports/rpt_27.pdf 
Reports No. 32: Clinical Electron-Beam Dosimetry http://www.aapm.org/pubs/reports/rpt_32.pdf : 

Reports No. 37: Auger Electron Dosimetry (Reprinted from Medical Physics, Vol. 19, Issue 6) http://www.aapm.org/pubs/reports/RPT_37.pdf
Reports No. 38: The Role of a Physicist in Radiation Oncology http://www.aapm.org/pubs/reports/RPT_38.pdf
Reports No. 40: Radiolabeled Antibody Tumor Dosimetry (Reprinted from Medical Physics, Vol. 20, Issue 2) http://www.aapm.org/pubs/reports/RPT_40.pdf
Reports No. 41: Remote Afterloading Technology http://www.aapm.org/pubs/reports/RPT_41.pdf
Reports No. 43: Quality Assessment and Improvement of Dose Response Models: Some Effects of Study Weaknesses on Study Findings http://www.aapm.org/pubs/reports/RPT_43.pdf
Reports No. 45: Management of Radiation Oncology Patients with Implanted Cardiac Pacemakers (Reprinted from Medical Physics, Vol. 21, Issue 1) http://www.aapm.org/pubs/reports/RPT_45.pdf
Reports No. 46: Comprehensive QA for Radiation Oncology (Reprinted from Medical Physics, Vol. 21, Issue 4) http://www.aapm.org/pubs/reports/RPT_46.pdf
Reports No. 47: AAPM Code of Practice for Radiotherapy Accelerators (Reprinted from Medical Physics, Vol. 21, Issue 4) http://www.aapm.org/pubs/reports/RPT_47.pdf
Reports No. 48: The Calibration and Use of Plane-Parallel Ionization Chambers for Dosimetry of Electron Beams (Reprinted from Medical Physics, Vol. 21, Issue 8) http://www.aapm.org/pubs/reports/RPT_48.pdf
Reports No. 49: Dosimetry of Auger-Electron-Emitting Radionuclides (Reprinted from Medical Physics, Vol. 21, Issue 12) http://www.aapm.org/pubs/reports/RPT_49.pdf
Reports No. 50: Fetal Dose from Radiotherapy with Photon Beams (Reprinted from Medical Physics, Vol. 22, Issue 1) http://www.aapm.org/pubs/reports/RPT_50.pdf
Reports No. 51: Dosimetry of Interstitial Brachytherapy Sources (Reprinted from Medical Physics, Vol. 22, Issue 2) http://www.aapm.org/pubs/reports/RPT_51.pdf
Reports No. 54: Stereotactic Radiosurgery http://www.aapm.org/pubs/reports/RPT_54.pdf
Reports No. 55: Radiation Treatment Planning Dosimetry Verification http://www.aapm.org/pubs/reports/RPT_56.pdf
Reports No. 56: Medical Accelerator Safety Considerations (Reprinted from Medical Physics, Vol. 20, Issue 4) http://www.aapm.org/pubs/reports/RPT_56.pdf
Reports No. 59: Code of Practice for Brachytherapy Physics (Reprinted from Medical Physics, Vol. 24, Issue 10) http://www.aapm.org/pubs/reports/RPT_59.pdf
Reports No. 61: High Dose-Rate Brachytherapy Treatment Delivery (Reprinted from Medical Physics, Vol. 25, Issue 4) http://www.aapm.org/pubs/reports/RPT_61.pdf
Reports No. 62: Quality Assurance for Clinical Radiothrapy Treatment Planning (Reprinted from Medical Physics, Vol. 25, Issue 10) http://www.aapm.org/pubs/reports/RPT_62.pdf
Reports No. 63: Radiochromic Film Dosimetry (Reprinted from Medical Physics, Vol. 25, Issue 11) http://www.aapm.org/pubs/reports/RPT_63.pdf
AAPM Report s No. 64: A Guide to the Teaching of Clinical Radiological Physics to Residents in Diagnostic and Therapeutic Radiology http://www.aapm.org/pubs/reports/rpt_64.pdf 
Reports No. 66: Intravascular Brachytherapy Physics (Reprinted from Medical Physics, Vol. 26, Issue 2) http://www.aapm.org/pubs/reports/RPT_66.pdf
Reports No. 67: Protocol for Clinical Reference Dosimetry of High-Energy Photon and Electron Beams (Reprinted from Medical Physics, Vol. 26, Issue 9) http://www.aapm.org/pubs/reports/RPT_67.pdf
Reports No. 68: Permanent Prostate Seed Implant Brachytherapy (Reprinted from Medical Physics, Vol. 26, Issue 10) http://www.aapm.org/pubs/reports/RPT_68.pdf
Reports No. 69: Recommendations of the AAPM on 103Pd Interstitial Source Calibration and Dosimetry: Implications for Dose Specification and Prescription http://www.aapm.org/pubs/reports/RPT_69.pdf
Reports No. 71: A Primer for Radioimmunotherapy and Radionuclide Therapy. http://www.aapm.org/pubs/reports/RPT_71.pdf
Reports No. 72: Basic Applications of Multileaf Collimators http://www.aapm.org/pubs/reports/RPT_72.pdf
Reports No. 75: Clinical Use of Electronic Portal Imaging http://www.aapm.org/pubs/reports/RPT_75.pdf
Reports No. 76: AAPM Protocol for 40-300 kV X-ray Beam Dosimetry in Radiotherapy and Radiobiology http://www.aapm.org/pubs/reports/RPT_76.pdf
Reports No. 80: The Solo Practice of Medical Physics in Radiation Oncology http://www.aapm.org/pubs/reports/RPT_80.pdf
Reports No. 81: Dosimetric Considerations for Patients with Hip Prostheses Undergoing Pelvic Irradiation http://www.aapm.org/pubs/reports/RPT_81.pdf
Reports No. 82: Guidance Document on Delivery, Treatment Planning, and Clinical Implementation of IMRT http://www.aapm.org/pubs/reports/RPT_82.pdf
Reports No. 83: Quality Assurance for Computed-Tomography Simulators and the Computed-Tomography-Simulation Process http://www.aapm.org/pubs/reports/RPT_83.pdf
Reports No. 84: A Revised AAPM Protocol for Brachytherapy Dose Calculations (Update of AAPM TG 43; Report No. 51) (Reprinted from Medical Physics, Vol. 31, Issue 3, pp. 633-674) http://www.aapm.org/pubs/reports/RPT_84.pdf
Reports No. 84S: Supplement to the 2004 update of the AAPM Task Group No. 43 Report http://www.aapm.org/pubs/reports/RPT_84S.pdf
Reports No. 85: Tissue Inhomogeneity Corrections for Megavoltage Photon Beams  http://www.aapm.org/pubs/reports/RPT_85.pdf
Reports No. 86: Quality Assurance for Clinical Trials: A Primer for Physicists http://www.aapm.org/pubs/reports/RPT_86.pdf
Reports No. 87: Diode in Vivo Dosimetry for Patients Receiving External Beam Radiation Therapy http://www.aapm.org/pubs/reports/RPT_87.pdf
Reports No. 88: Photodynamic Therapy Dosimetry http://www.aapm.org/pubs/reports/RPT_88.pdf
Reports No. 89: Recommendations of the AAPM regarding the Impact of Implementing the 2004 Task Group 43 Report on Dose Specification for 103Pd and 125I Interstitial Brachytherapy. Reprinted from Medical Physics, Vol. 32, Issue 5  http://www.aapm.org/pubs/reports/RPT_89.pdf
Reports No. 91: The Management of Respiratory Motion in Radiation Oncology http://www.aapm.org/pubs/reports/RPT_91.pdf
Reports No. 92: Intraoperative radiation therapy using mobile electron linear accelerators http://www.aapm.org/pubs/reports/RPT_92.pdf
Reports No. 95: The management of imaging dose during image-guided radiotherapy: Report of the AAPM Task Group 75. Reproduced from Medical Physics, Vol 34, Issue  10 http://www.aapm.org/pubs/reports/RPT_95.pdf
Reports No. 98: Report of the AAPM Low Energy Brachytherapy Source Calibration Working Group: Third-party brachytherapy source calibrations and physicist responsibilities. Reproduced from Medical Physics, Vol 35, Issue 9 http://www.aapm.org/pubs/reports/RPT_98.pdf
Reports No. 99: Recommendations for clinical electron beam dosimetry: Supplement to the recommendations of Task Group 25. Reproduced from Medical Physics, Vol 36, Issue 7 http://www.aapm.org/pubs/reports/RPT_99.pdf
Reports No. 103: AAPM Task Group 103 report on peer review in clinical radiation oncology physics. Journal of Applied Clinical Medical Physics, Vol. 6, Issue 4 http://www.aapm.org/pubs/reports/RPT_103.pdf
Reports No. 105: Report of the AAPM Task Group No.105: Issues associated with clinical implementation of Monte Carlo-based photon and electron external beam treatment planning. Reproduced from Medical Physics, Vol 34, Issue 12 http://www.aapm.org/pubs/reports/RPT_105.pdf
Reports No. 106: Accelerator beam data commissioning equipment and procedures: Report of the TG-106 of the Therapy Physics Committee of the AAPM. Reproduced from Medical Physics, Vol 35, Issue 9 http://www.aapm.org/pubs/reports/RPT_106.pdf
Reports No. 128: Quality assurance tests for prostate brachytherapy ultrasound systems: Report of Task Group 128. Reproduced from Medical Physics, Vol 35, Issue 12 http://www.aapm.org/pubs/reports/RPT_128.pdf
Reports No. 142: Task Group 142 report: Quality assurance of medical accelerators
Medical Physics, Vol 36, Issue 9 http://www.aapm.org/pubs/reports/RPT_142.pdf
Reports No. 152: The 2007 AAPM response to the CRCPD request for recommendations for the CRCPD's model regulations for electronic brachytherapy http://www.aapm.org/pubs/reports/RPT_152.pdf
Reports OR-0: Information Transfer from Beam Data Acquisition Systems. http://www.aapm.org/pubs/reports/OR_01.pdf 

Reports OR-02: A protocol for the determination of absorbed dose from high-energy photon and electron beams. http://www.aapm.org/pubs/reports/OR_02.pdf 

IAEA publications in the field of RADIOTHERAPY PHYSICS

2009
Calibration of Reference Dosimeters for External Beam Radiotherapy (TRS-469). http://www-pub.iaea.org/MTCD/publications/PDF/trs469_web.pdf.

2008
A Guide to Clinical PET in Oncology: Improving Clinical Management of Cancer Patients (TECDOC-1605). http://www-pub.iaea.org/MTCD/publications/PDF/te_1605_web.pdf
2008
Relative Biological Effectiveness in Ion Beam Therapy (TECDOC-461). http://www-pub.iaea.org/MTCD/publications/PDF/trs461_web.pdf
2008
Transition from 2-D Radiotherapy to 3-D Conformal and Intensity Modulated Radiotherapy (TECDOC-1588). http://www-pub.iaea.org/MTCD/publications/PDF/TE_1588_web.pdf. 
2008
Setting up a Radiotherapy Programme: Clinical, Medical Physics, Radiation Protection and Safety Aspects (STI/PUB/1296). 
http://www-pub.iaea.org/MTCD/publications/PDF/pub1296_web.pdf 

2008
Commissioning of Radiotherapy Treatment Planning Systems: Testing for Typical External Beam Treatment Techniques. Report of the Coordinated Research Project (CRP) on Development of Procedures for Quality Assurance of Dosimetry Calculations in Radiotherapy (TECDOC-1583).
http://www-pub.iaea.org/MTCD/publications/PDF/te_1583_web.pdf .

2007
Comprehensive Audits of Radiotherapy Practices: A Tool for Quality Improvement. Quality Assurance Team for Radiation Oncology (QUATRO) (STI/PUB/1297).
http://www-pub.iaea.org/MTCD/publications/PDF/Pub1297_web.pdf 

2007
On-site Visits to Radiotherapy Centres: Medical Physics Procedures (TECDOC-1543).
http://www-pub.iaea.org/MTCD/publications/PDF/te_1543_web.pdf 

2007
Specification and Acceptance Testing of Radiotherapy Treatment Planning Systems (TECDOC-1540). http://www-pub.iaea.org/MTCD/publications/PDF/te_1540_web.pdf 

2006
Radiation Protection in the Design of Radiotherapy Facilities (Safety Reports Series No. 47) (STI/PUB/1223). 
2006" 
http://www-pub.iaea.org/MTCD/publications/PDF/Pub1223_web.pdf 

2006

Radiological protection issues in the endovascular use of radiation sources (TECDOC-1488). http://www-pub.iaea.org/MTCD/publications/PDF/te_1488_web.pdf
2006
Applying Radiation Safety Standards in Radiotherapy (Safety Reports Series No. 38) (STI/PUB/1205). http://www-pub.iaea.org/MTCD/publications/PDF/Pub1205_web.pdf 

2005
Implementation of the International Code of Practice on Dosimetry in Radiotherapy (TRS‑398): Review of testing results (TECDOC-1455).
http://www-pub.iaea.org/MTCD/publications/PDF/te_1455_web.pdf 

2005
Commissioning and Quality Assurance of Computerized Planning Systems for Radiation Treatment of Cancer (Technical Reports Series No. 430) (STI/DOC/010/430).
http://www-pub.iaea.org/MTCD/publications/PDF/TRS430_web.pdf 

2005
Radiation Oncology Physics: A Handbook for Teachers and Students (STI/PUB/1196).
http://www-pub.iaea.org/MTCD/publications/PDF/Pub1196_web.pdf 

2005
Determinación de la Dosis Absorbida en Radioterapia con Haces Externos: Un Código de Práctica Internacional para la Dosimetría basada en Patrones de Dosis Absorbida en Agua (Colección de Informes Técnicos No. 398) (STI/DOC/010/398/S, Spanish).
http://www-pub.iaea.org/MTCD/publications/PDF/TRS_398s_Web.pdf 

2004
Calibración de fuentes de fotones y rayos beta usadas en braquiterapia: Guía de procedimientos estandarizados en Laboratorios Secundarios de Calibración Dosimétrica (LSCD) y en hospitals (TECDOC-1274/S, Spanish).
http://www-pub.iaea.org/MTCD/publications/PDF/te_1274s_web.pdf 

2004
Accidental overexposure of radiotherapy patients in Białystok (STI/PUB/P1180).
http://www-pub.iaea.org/MTCD/publications/PDF/Pub1180_web.pdf 

2004
Opredelenie poglocshennoy dozi pri distancionnoy lutchevoy therapii: Mezhdunarodniye prakticheskiye rekomendatsii po dozimetrii osnovanniye na etalonah edinitsi poglocshennoy dozi v vode (Technical Reports Series No. 398) (STI/DOC/010/398/R, Russian).

2003
Standards and Codes of Practice in Medical Radiation Dosimetry. Proceedings of an International Symposium, Vienna, 25–28 November 2002, organized by the IAEA, cosponsored by EC, ESTRO, IOMP and PAHO, with the cooperation of AAPM, EFOMP, ICRU, ISRO and WHO (STI/PUB/1153, two volumes).
http://www-pub.iaea.org/MTCD/publications/PDF/Pub1153/Start.pdf 

2002
Calibration of photon and beta ray sources used in brachytherapy: Guidelines on standardized procedures at Secondary Standards Dosimetry Laboratories (SSDLs) and hospitals (TECDOC-1274). This supersedes TECDOC-1079.
http://www-pub.iaea.org/MTCD/publications/PDF/te_1274_prn.pdf 

2001
Investigation of an Accidental Exposure of Radiotherapy Patients in Panama: Report of a Team of Experts, 26 May – 1 June 2001 (STI/PUB/1114).
http://www-pub.iaea.org/MTCD/publications/PDF/Pub1114_scr.pdf 

2000
Absorbed Dose Determination in External Beam Radiotherapy: An International Code of Practice for Dosimetry based on Standards of Absorbed Dose to Water (Technical Reports Series No. 398) (STI/DOC/010/398).
http://www-pub.iaea.org/MTCD/publications/PDF/TRS398_scr.pdf 


2000
Review of Data and Methods recommended in the International Code of Practice for Dosimetry, IAEA Technical Reports Series No. 381, The Use of Plane Parallel Ionization Chambers in High Energy Electron and Photon Beams (TECDOC-1173).
http://www-pub.iaea.org/MTCD/publications/PDF/te_1173_prn.pdf 

2000
Lessons Learned from Accidental Exposures in Radiotherapy (Safety Reports Series No. 17). http://www-pub.iaea.org/MTCD/publications/PDF/Pub1084_web.pdf 

2000
Dosimetry for Radiation Processing: Final Report of the Coordinated Research Project on Characterization and Evaluation of High Dose Dosimetry Techniques for Quality Assurance in Radiation Processing (TECDOC-1156).
http://www-pub.iaea.org/MTCD/publications/PDF/te_1156_prn.pdf 

2000
Aspectos Físicos de la Garantía de Calidad en Radioterapia: Protocolo de Control de Calidad (TECDOC-1151, Spanish). 
http://www-pub.iaea.org/MTCD/publications/PDF/te_1151_prn.pdf 

1999
[SUPERSEDED] Calibration of Brachytherapy Sources: Guidelines on Standardized Procedures for the Calibration of Brachytherapy Sources at Secondary Standard Dosimetry Laboratories (SSDLs) and Hospitals (TECDOC-1079). Superseded by TECDOC-1274 in 2002 http://www-pub.iaea.org/MTCD/publications/PDF/te_1274_prn.pdf .
1999
SSDL Network Charter: IAEA/WHO Network of Secondary Standard Dosimetry Laboratories (IAEA/WHO/SSDL/99).

1998
Design and Implementation of a Radiotherapy Programme: Clinical, Medical Physics, Radiation Protection and Safety Aspects (TECDOC-1040).
http://www-pub.iaea.org/MTCD/publications/PDF/te_1040_prn.pdf 

1998
Determinación de la Dosis Absorbida en Haces de Fotones y Electrones, Código de Práctica Internacional (Colección de Informes Tecnicos No. 277, Segunda Edición, STI/DOC/010/277/2, Spanish). This supersedes the first Spanish edition of 1990.

1998
Accidental Overexposure of Radiotherapy Patients in San José, Costa Rica. Special Publication Series (STI/PUB/1027). 
http://www-pub.iaea.org/MTCD/publications/PDF/P027_scr.pdf 

ICRP publications in the field of RADIOTHERAPY PHYSICS

www.icrp.org
ICRP-98 Radiation safety aspects of brachytherapy for prostate cancer using permanently implanted sources, JAICRP 35(3), 2005.

ICRP-97 Prevention of high-dose-rate brachytherapy accidents, JAICRP 35(2), 2005.

ICRP-86 Prevention of accidental exposures to patients undergoing radiation therapy, JAICRP 30(3), 2000.

ICRU publications in the field of RADIOTHERAPY PHYSICS
www.icru.org 
Nuclear Data for Neutron and Proton Radiotherapy and for Radiation Protection (Report 63)ICRU Report No. 63, 2000
Phantoms and Computational Models in Therapy, Diagnosis and Protection (Report 48)ICRU Report No. 48, 1992
SEFM PUBLICATIONS IN THE FIELD OF RADIOTHERAPY PHYSICS: http://www.sefm.es/documentos_publicaciones.php 
2009
Control de calidad enaceleradores de electrones para uso médico 

2005
Protocolo para el Control de Calidad en sistemas de planificación de terapia con radiaciones ionizantes. ISBN 8493444812.

2003
ICRU Report 62. Prescripción, Registro y elaboración de Informes en la Terapia con 
Haces de Fotones (Suplemento al ICRU Report 50)

1999
Versión Oficial Española del "ICRU REPORT 50" preincripción, registro y 
elaboración de informes en la terápia con haces de fotones.

SFPM (Société Française de Physique Médicale) PUBLICATIONS IN THE FIELD OF RADIOTHERAPY PHYSICS:  http://www.sfpm.asso.fr/ 
2008
Guide pour la pratique quotidienne de la Dosimétrie in Vivo en radiothérapie 
externe.  
http://www.sfpm.fr/download/fichiers/docs_sfpm/200810_guide_dosi_in_vivo.pdf

2007
Le troisième texte renforçant la qualité des installations de radiothérapie

2007
L'Afssaps renforce le contrôle de qualité des installations de radiothérapie

2000
Guide pour la mise en oeuvre en radiothérapie externe de l'assurance de qualité par 
mesures in vivo par dosimètres thermoluminescents et semi-conducteurs. 
http://www.sfpm.fr/download/fichiers/docs_sfpm/sfpm_rapport_18-2000_miv.pdf

ESTRO PUBLICATIONS IN THE FIELD OF RADIOTHERAPY PHYSICS

ESTRO Physics Booklet 1 - Methods for in vivo Dosimetry in External Radiotherapy 

ESTRO Physics Booklet 2 - Recommendations for a Quality Assurance Programme in External Radiotherapy 

ESTRO Physics Booklet 4 - Practical Guidelines for the Implementation of a Quality System in Radiotherapy 

ESTRO Physics Booklet 7 - Quality Assurance of Treatment Planning Systems - Practical Examples for Non-IMRT Photon Beams 

ESTRO Physics Booklet 8 - A Practical Guide to Quality Control of Brachytherapy Equipment 

ESTRO Physics Booklet 9 - Guidelines for the Verification of IMRT 



PAGE  
10

